3. MISSOURI DEPARTMENT OF HEALTH . AOHOL PROSTAL
SN meCATH AL COHOL PROSEA
; fj STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT g g
Complete this 1epE)T!win duplicate at the lime of the regular monl!aly prevenlive mamlenance (,heck and whenever instrument
Is repaired. Send copy lo Departiment of Heallh; retain original in department file, R T :
DATAMASTER SN - DATE OF INSPEGTION
BAL  Daetracter 48 008] Q¢f 03/ LIRS
LOCAUION OF INSTRUMENT (STREET AND GITY} , .. L. TIME OF fNSPECH'ON
Jod ). 2t& shret levonn Mo bHOL L /922

CHECKLIST: Place a check {v) to the left of each item if found {o be salislactory or il operating within established limits. {Write
in observed values whete detennined.} Unchecked items must be corected before using instrument.

B/[’)IAGNOSTIC CHECK {(PRINTOUT ATTACHED)

(M CoMPUTER L DErecTOR
[I*J?ROGHA_WE e riLrens B

[ HEATERS SAMPLE CHAMBER _ S© o L+ QUARTZ STANDARD
ld FLow pDETECTOR in’(:m IBRATION

[ Pump HigH SPEED ,, L PrinTen

et
e INDICATOR LIGHTS

[ TIME AND DATE

[ SIMULATOR TEMPERATURE (34°C £ 0.2°C C?‘/ / "C)

[ CALIBRATION CHECK -
Run three tesls using a standard solulion. Al three tesls must be within + 5% of the slanddrd value and must have a
spread of .005 or less. Check the box corresponding o the standard solution being used. (PRINTOUT ATTACHED) {USE
REGIRCULATION PUMP)
E{'l 00% STANDARD - MUST READ BETWEEN 0.095% and 0. {05% INCLUSIVE
(] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE SIANUAHD IS TO BE USED PER MI\IN I'ENANC.E REPORT)

TEST1 & 0 /D,Z,% TEST2 #% 0'/02 % ITFSTS | o 0 /'DJ?

(A PERFORM R.F.I TEST (PRINTOUT ATTAGHED)

MJMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS / ‘(O 04} ﬁ/ (-05-.08) Q’ '( 10-14} 2 {.15-.19) [

List any new paris and dascribe any alleration or modification thal was made o reslors the instrument to opelam satisfaclorily
and wilhin eslablished limits {use other side il necessaiy)

 Zdvtmed CowFormy 70 JoH - S5 CTANDARGS

{Over 19}y -~

} / //‘-GA L "F VY Yeusl

TYPF I PERMIT NUHBHHEKPIHA] ION UAI!- 1EEEPHONE NUMBER

F20 221 07/4237/10 - Lawnd 2D (RAY S0 -22)n
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CERTIFICATE OF ANALYSLS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Ine.

LOT NUMBEIR 080041
EXPIRATION DATE: August L1, 2009 at L1:59 pan.

RepCo Matkeling, Ine. certilies the Tollowing:

RepCo Marketing, loe, manufuctured, (ested and supplied Lot
Number 08004 of Alcohol Certified Solution for simulators. Random
sumples ol said Lol number were analyzed wtilizing a pas chromatogeapl and
found to contain 9.42.16 gs/dl wilvol ethyl alcolol in aqueous solutivn (i.e.
ethariol). |

The alcohiol and distilled water usod in the solution were found to be
[ree ol uny inlerfering, substance,

Ihig solutlon will produce a vapor alcobol value of 0,100% +H-3%
when heated o 34 Degrees Celsius 1/-0.2 Degrees Celstus in a simulalor,

‘The date of manufacture Tor this lol number is Februgsey 12, 2008,

e expitation date lot s lot number is August L1, 2009 al 11:59 p.at,

This ducument is a true representation ol the oviginal Certificole of

Analysis.

N ¥

;o
ﬁ.__;l:f‘::‘.;!i"*iij_;:)).._,f;‘u/wjQ‘._/L?J/:LLL“%WA

Cecil B, Garner, President
RepCo Markeling, ne.



106t¥ HO ‘TEHHSNYW 'SEvL X08 "0d
w& N WOU4 $3MNddNS TV tAAY03H

N

98009
#31S auvd

V\.. \u BUNIYNDIS HOLVHILO

FHSUERIZINT Q165
QHUINELS THRNEE N ]
1531 Mg

——— |

T84T
S IEIPT

313134
Bog

— SISATWNE Hib3ET —

tHIHE SNOSNETEISIN

O1/22/48 IIHE HOIIHNILRT

TS2E28 HETHN LTINS

. BEd 1701 A3II440
HGAHSET

s3I0 SNILsTL

BE2 101 ¥301440
A0AHST

S¥I0TH0 SNILSTHu

O = 71" (/38HLS

W iH3E -~ reasc 0g
: A0AE:HN
SN 153NS
BE:2T HIL LSTNHM
/8890

688856 TN HINIS mﬁhwmmm._.mn JHE

1HEZRISEAIT 301104 NOSHYT
Hm:mwwuz o M.E.mw :

184011 mocmu;m_
: Jeiseyereq Ovy
._.mmm NI39G3 SIHL- NMOa SaIS m_:._.moE

L06%¥ HO "UTIHSNYI *5E¥1 X0d "0d SE009
“SYd'N WO SAriddns Tiv 430uoay #MLS Quvo

i(_.wm:m NI wmun_m SIHL- Z>>On_ mn__w m:._._.m_o<n_

e T N

106bb HO ‘T RHSNYI ‘SSv 1L X0 ‘0'd 98009 |
VAN WOHS S3rddnS Ty H3TH03Y #2118 auvo _ i

II..N\)A\N\.(!M\A £ SHNIVRDIS HOIVEEA0

22El” = "SAd
I = "HIS

E=H —

82:p1 e * 1831 ANIE T
2T ) JEENELS THREDLE
221 B ASHL AETE
92357 aar- THHGNELS TORRE1X3
92T aea " LEAL N
L2pl = Tau{NHLS THRE1KE

Sewl  313743a FuHINELS “THNEINT

G2:9p1 RRg " 1531 HNeTE

—eee J00R YOSIAMILNS ——

SHIHE SMOSNHTEIS I

BL/C2/26" F3IHE NOT NI

TS2828 HH3EWON LTHNAd

G820 301440
HOAEIE

307440 SNILS3L

578,98 -
608856 ¥ITWW "WINES YILTHRYLET JHg

NN HUEE3E 33T0d KOS -
 T9NOSSIN 90 Jnuis

19001 0USPIAY
Jaisepeleq ovg

.,...\, sx e G K . . =
T U N S

. ASHId NI 3903 SIHL - NMOd 3QIS SIHL 30V

\N\l..(-MN 7/ DUNIYNOE BOIVEEI0

e | PERRRATY Suliod

OUNT £ TUSJSPOE, ™, [\ IZAKALSUBONN DI TH
DAFIEHD=) S HSLAPERTAL "= 4 3 o 32258

1531 MEINTS

L0 IHOLLESGT D

A0 (CHELE Z1NHR |
AEAG SIS H

A 01 A3 .

ALDHD {3348 HAIH
i

T ETE L RS

a5 FUIENEHT TdES
SyIIEIH

Al sHBaa0dd
A0 REINGH02
— AJ3HD JTLSONAHIT —

21
$4/58-90 )
680G WHNH WIES MALSHHULHT Jud i

ANZUIEAIT 3T 0L NOSMET
JUNOSSIH 40 31HlS

1oL 80UBPIAT S
laiseereq vy ”
|




'|1 L Btale ol Missotel
'.;-;,-"fflf; DEPAITTMENT OF HEALTH
:]!"l -‘ .
oS Do M i
PG M
i L "
L FYPE I
ol
' CBIUAN LATFAY O
o horoby authotlzod o Instivet nad supervive oporatots, bk nelidetuls, hipoul,
vatlibnote, posutie teld i apudis, asd opetate Uie loHowing Inealh tialyzoi{s):
DATAMASTER
toi- he doleiminalion of the eleoholly coplent vf blosd frwinaemnple of axpliod (wveulu)
dly. {sotied Undot the provistone vl suctions 677020 Wiough G77.041, i 1900,
(177237048 P E oA -
Balg .. ___ . e e e . :
o B20221 Plewelor uf lata Pubits ool Lobintory
Mawbne _._ . | 1
0112372010
Caphen .. .. e e e e gt
. tlroeton, Doprinfanid ol Flenitft
R Ny 127 |7 anp i.ah. 4 nr-nn)
||
£
.
f :
.rl‘ l' l '.
", ! {



